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INTERNAL-GRATING  ELECTRONOGRAPHIC  SPECTROGRAPHS  FOR  THE  FAR 
ULTRAVIOLET  AND  X-RAY  WAVELENGTH  RANGES 

ABSTRACT 

Described  are  concave-grating  spectrographs,  of  the 
normal-incidence  and  grazing-incidence  types,  using  electron¬ 
ographic  recording  with  a  front-surface  alkali-halide  photo¬ 
cathode  on  the  Rowland  circle.  The  normal-incidence  version 
uses  magnetic  focusing,  with  unity  magnification,  and  is  use¬ 
ful  at  wavelengths  above  300-400  A.  The  grazing-incidence 
version  is  being  developed  in  two  types;  one  uses  magnetic 
focusing  and  near-unity  magnification,  and  is  intended  for 
applications  where  high  resolution  is  required  but  the  avail¬ 
able  flux  Is  relatively  high;  the  other  uses  electrostatic 
focusing  and  a  large  demagnification  ratio  and  is  intended 
for  applications  where  resolution  can  be  sacrificed  to  obtain 
higher  sensitivity  for  weak  sources  (such  as  celestial  X-ray 
sources).  The  use  of  grazing  incidence  results  in  a  higher 
quantum  yield  from  the  photocathode ,  as  well  as  a  higher  re¬ 
flectance  from  the  grating,  in  the  extreme  ultraviolet  and 
soft  X-ray  wavelength  ranges. 
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INTERNAL- GRATING  ELECTRGNOGRAPHIC  SPECTROGRAPH.0.  ^OR  V*1”  ”A" 
ULTRAVIOLET  AND  X-RAY  WAVELENGTH  RANGES 

Introducti  on 

The  instruments  described  here  represent  an  extension  of 
the  internal-optic  concept1’2  to  include  the  case  where  the 
optical  system  consists  of  a  single  concave  grating.  Such  a 
configuration  is  of  interest  for  the  following  reasons: 

(l.)  The  previously-described  electronographic  Schmidt  and 
all-reflecting  cameras  are  obviously  limited  in  size,  due  to 
the  external  location  (and  correspondingly  increasing  size  and 
weight)  of  the  focusing  magnet.  Limitations  are  also  encounter¬ 
ed  in  the  available  sizes  of  objective  gratings  and  of  ultra¬ 
violet  transmitting  blanks  for  Schmidt  correctors.  Therefore, 
for  large  effective  apertures,  one  must  consider  an  instrument 
which  can  be  placed  at  the  focus  of  a  large  telescope. 

(2.)  For  many  types  of  observations,  such  as  of  diffuse  sources 
(comets,  galactic  nebulae,  etc.),  it  is  desirable  or  necersarv 
to  use  a  slit-type  spectrograph  rather  than  an  objective-;- ratir.  - 
type. 

(3*)  For  wavelengths  below  1000  A,  the  reflectance:;  o°  known 
mirror  coatings  are  very  low,  and  hence  it  is  necessary  to  keep 
the  total  number  of  reflections  in  the  optical  system  to  an  ab¬ 
solute  minimum.  Also,  no  transmissive  materials  (othe**  than  thin 
metal  films)  are  available  in  this  wavelength  range.  The re no re , 
the  use  of  refractive  elements  (such  as  Schmidt  correctors) 
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is  not  possible,  and  any  photoemissive  surfaces  must  generally 
be  of  the  front-surface  variety. 

Normal  Incidence  Spectrograph 

Figure  1  is  a  diagram  of  a  normal-incidence  electrono¬ 
graphic  spectrograph  we  are  presently  developing  which  uses 
a  concave  grating  internal  to  the  device,  with  the  entrance  slit 
and  front-surface  photocathode  on  the  Rowland  circle.  The  plane 
of  the  grating  and  Rowland  circle  is  tilted  relative  to  the 
axis  of  the  imaging  device,  so  that  the  emitted  photoelectrons 
can  be  accelerated  along  the  tube  axis  and  pass  over  the  gra¬ 
ting,  then  being  recorded  on  electronographic  film.  Figure  2 
is  a  photograph  of  the  present  laboratory  "breadboard"  unit, 
which  uses  a  solenoid  coil  to  provide  the  focusing  magnetic 
field,  and  is  equipped  with  a  40  cm  radius,  1200  line/mm  grating. 
This  Instrument  should  be  capable  of  better  than  0.1  A  resolu¬ 
tion.  With  platinum  coating  on  the  grating,  it  is  useful  at 
wavelengths  as  short  as  400  A,  with  some  sensitivity  perhaps 
down  to  300  A.  It  could  be  used  at  the  focus  of  a  large  space 
telescope  for  studies  of  celestial  objects,  or  without  any  addi¬ 
tional  optics  for  spectrography  of  extended,  diffuse  sources 
such  as  the  terrestrial  airglow  and  aurorae.  In  the  latter  case, 
the  field  of  view  is  the  projection  of  the  grating  through  the 
slit  onto  the  sky-  here,  roughly  an  area  4.3°  by  r>.4°.  The  ef¬ 
fective  focal  ratio  of  this  system  is  about  f/10.5. 


2 


Grazing  Incidence  Spectrographs 

For  wavelengths  below  300  A  (and  for  best  efficiency  below 
about  '400  A),  It  is  necessary  to  use  the  concave  grating  at  gra¬ 
zing  incidence.  Figure  3  shows  the  variation  of  the  reflectance 
of  gold  vs.  angle  of  Incidence  for  three  wavelengths  of  soft  7- 
ray  radiation3.  This  behavior  is  typical  of  the  other  heavy  metal 
which  are  used  as  reflecting  coatings  on  mirrors  and  gratings  in 
this  wavelength  range. 

It  is  also  found  that  the  quantum  yields  of  photoemissi ve 
surfaces  are  improved  at  these  shorter  wavelengths  by  the  use  of 
large  angles  of  incidence.  Lukirskii  and  co-workers4 * Jhave  meas¬ 
ured  the  quantum  yields  of  several  photoemissive  substances  in 
the  soft  X-ray  wavelength  range  from  about  1.3  A  to  300  A.  It 
was  found  that  the  quantum  yields  for  a  given  wavelength  of  ra¬ 
diation  Increased  as  the  secant  of  the  angle  of  incidence,  up 
to  an  angle  (dependent  on  the  wavelength  and  the  photoemissive 
material)  beyond  which  the  quantum  yield  dropped  off  sharply  with 
increasing  angle  (due  to  increasing  reflection  from  the  photoca¬ 
thode).  This  maximum  occurred  at  larger  angles  for  shorter  wave¬ 
lengths,  and  (generally,  at  a  given  wavelength)  for  less  dense 
materials  (see  Figure  4).  Heroux  et  al.6  found  that  the  varia¬ 
tion  of  quantum  yield  (for  a  tungsten  photocathode)  with  angle 
of  Incidence,  between  0°  and  60°,  showed  a  gradual  change  from 
being  nearly  independent  of  angle  at  1216  A,  to  closely  match¬ 
ing  the  secant  law  at  304  A  (see  Figure  5). 

Since,  at  the  shorter  wavelengths,  the  quantum  yield  depends 
on  the  angle  of  Incidence  as  well  as  the  wavelength,  one  rrmst 
determine  the  angle  of  Incidence  for  each  wavelength  of  interest. 
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For  a  front-surface  phetoeathode  on  the  Rowland  circle,  the 
angle  of  Incidence  Is  equal  to  the  angle  of  diffraction,  2,  of 
the  concave  grating.  This  is  given  by  the  grating  equation 

nl  =  d  (sin  a.  -  sin  2) 

where  n  is  the  order  of  diffraction  and  d  is  the  grating  line 
spacing  (in  angstroms).  The  angle  of  Incidence  on  the  grating, 
a,  is  determined  by  the  shortest  wavelength  of  interest. 

When  used  at  the  optimum  angle  of  Incidence  for  each  wave¬ 
length,  the  quantum  yields  of  the  alkali -halide  photosurfaces 
are  found  to  be  very  high  throughout  the  extreme  ultraviolet 
and  soft  X-ray  wavelength  ranges.  Figure  6  shows  measurements 
by  Duckett  and  Metzger’7’8  at  normal  incidence,  and  by  Lukirskii 
et  al t’5  at  67°-70°  angle  of  incidence,  for  Csl.  Judging  from 
the  curve  for  tungsten  at  ^0'4  A  (Figure  5)  of  Heroux  et  al.,  it 
may  be  that  the  apparent  discrepancy  between  the  Csl  measurements 
at  300  A  and  at  500  A  may  be  due  to  the  onset  of  grazing  incidence 
reflection  at  300  A  for  a  70°  angle  of  incidence.  Likewise,  at 
the  shortest  wavelengths  In  Figure  6,  the  quantum  yields  would 
be  considerably  larger  if  a  larger  angle  of  incidence  were  used. 

Figure  7  is  a  diagram  of  a  grazing-incidence  electronogra- 
phlc  spectrograph  using  electrostatic  focusing.  The  present 
laboratory  test  unit  is  based  on  the  electrode  structure  of  a 
scrap  WL-23100  image  tube  obtained  from  Westinghouse .  This  tube 
was  originally  used  for  X-ray  imaging,  but  with  an  X-ray  phosphor/ 
semitransparent  visible-sensitive  photocathode  converter.  The 
front  glass  window  of  the  tube  was  cut  off,  and  this  conversion 
screen  was  removed;  In  its  place  was  substituted  a  front-surface 


alkali-halide  photosurface  to  be  illuminated  from  behind  by  the 
concave  grating.  The  approximately  20  cm  radius  of  the  original 
photocathode  surface  in  this  tube  is  a  close  match  to  the  Row¬ 
land  circle  of  a  40  cm  radius  concave  grating. 

This  image  tube  has  a  large  demagnification  ratio,  and 
hence  provides  a  gain  in  sensitivity  in  proportion  to  the  ratio 
of  the  image  areas  on  the  photocathode  and  on  the  electronogra¬ 
phic  emulsion.  However,  the  resolution  is  reduced  in  the  same 
ratio.  In  many  cases,  however,  the  available  photon  fluxes  are 
so  low  that  one  is  willing  to  trade  off  resolution  for  increased 
sensitivity.  Such  is  the  case,  for  example,  in  the  study  of 
celestial  X-ray  sources.  For  this  application,  the  instrument 
would  be  placed  with  its  entrance  slit  at  the  focus  of  a  grazing 
incidence  telescope,  as  might  possibly  be  flown  on  a  large  orbit 
ing  observatory  or  space  station. 

Figure  8  is  a  diagram  of  a  grazing-incidence  spectrograph 
which  is  magnetically  focused  and  has  a  demagnification  ratio 
only  slightly  less  than  unity  (  more  precisely,  equal  to  the 
ratio  of  the  concentric  radii  of  the  Rowland  circle  and  of  the 
film  holder).  Here,  the  electric  and  magnetic  fields  are  cylin- 
drically  radial,  rather  than  completely  uniform.  This  instrument 
which  is  presently  still  in  the  planning  stage,  would  be  useful 
in  experiments  where  resolution,  rather  than  limiting  sensitiv¬ 
ity,  is  most  important.  This  would  be  the  case  for  solar  studies 
and  for  many  laboratory  plasma  physics  investigations. 
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FIGURE  CAPTIONS 


1.  Diagram  of  a  normal-incidence  concave  grating  spectrograph 
with  electronographic  recording  from  a  front-surface  photo 
cathode  deposited  on  the  Rowland  circle. 


2.  Photograph  of  the  laboratory  test  version  of  the  normal- 
incidence  concave-grating  electronographic  spectrograph. 

3.  Reflectance  of  gold  vs.  angle  of  incidence  for  three  wave¬ 
lengths  of  soft  X-radiation3. 

4.  Quantum  yield  of  Csl  and  LiF  photocathodes  vs.  angle  of 
incidence  for  various  wavelengths  of  soft  X-radiation4 . 

5.  Angular  dependence  of  quantum  yield  of  a  tungsten  photoca¬ 
thode  at  four  wavelengths  in  the  far  ultraviolet6. 

6.  Quantum  yields  of  Csl  photocathodes  in  the  far  ultraviolet 
(500-1000  A)7’8  and  in  the  soft  X-ray  region  (15-300  A)'1’3 

7.  Grazing-incidence  concave -grating  electronographic  spectro 
graph  using  electrostatic  focusing. 

8.  Grazing -incidence  concave -grating  electronographic  spectro 
graph  using  magnetic  focusing. 


i 


TOP  VIEW 


CONCAVE  GHATING 


o 

ro 


10 

CM 


O 

CM 


in 


o 


in 


o 


o 


GRAZING  ANGLE 


FOCUSING  ELECTRODES 


1 


FOCUSING 

MAGNET 


■PHOTOCATHODE 


(ON  ROWLAND  CIRCLE) 


?i;iG-40t/)  crc  s.:  ’•> 

PUbLICATION  OR  PRESENTATION  RELEASE  REQUEST  50  Ii«^Oci.'.'>cr  iv 1 

NOW-NRL-5511  1522  (Rev.  1-70) 

VO'O 

FROM:  ( .Ollf  __ _ _  X  ’  '■  *• 

to:  Hoad.  Classified  Material  Control  IVijifNi  (Code  1065) 

VIA;  (1).  Division  SuperiniendE(i)f^£o(isU&4 - ) 

(2)  Patent  Counsel  (Code  1104) 

f  N"  •  IT-*.  N  AL-OP  AT  1 1  f'"  JtfJJCWCWTnAPHIC  SPECTROGRAPHS  'OR  Tilt 

A.--RAY-  wavsljeJlGtk  pa:;gt:c- _ 

treor^e  R  .  \}iXTWrtkQV&  _  --  -  ;  request  for  release  for  presentation  or  publication 

REF:  (a)  MU.  Instrurtion  P5510.36 

encl.  (1)  Two  copies  of  subject  paper  (or  Abstract) 

1'  In  ut  cord. nice  with  the  provisions  of  reference  (a),  it  is  hereby  requested  that  the  subject  paper  be 
released'  presentation  or  publication. 

XX 

2.  It  is  the  opinion  of  the  author  that  the  subject  paper  (is  not)  classified. 

.3.  This  paper  has  been  prepared,  keeping  specifically  in  mind  trade  secrets  or  suggestions  of  outside 
individuals  or  concerns  which  have  been  communicated  to  the  Laboratory  in  confidence,  and  does  not 
violate  any  such  disclosures.  Fifth  S^pcBinw  nr  rhe+oaJ  ec+ronic  Imafte 

1  j  1  n  -J  o  Qp  p-i  fs  jr»  f*  1  97  1 

Tffev ifeAft i.nt#)|dp4fai «flprflfeiH©|Wr-to^1R*'  *-PIL — AL:_*L — !_ — 2ll - .'. — -  -  — 


XXV\XX!?X?KXfP®^t‘e  of  Conference)  Xl 

o'^"  ri?h^'  *  gj^jpntifeb  iffeqltffojtliotlio  fditijStCR c  -*i  If  °fL 

In  London  Tore?. *nd 


(Name  of  Publication) 


(l  iv  lass i fiod)  (4 


a® 


jName  of 


which  will  be 


3.  The  Library  (Code  2020)  will  lie  notified  at  the  time  this  paper  is  submitted  for  publication  if  reprints 
will  >it\  e  in  lieu  of  a  formal  NHL  report,  or  if  reprints  are  d e ^ ^ publisher. 

6.  This  request  is  in  connection  with  NHL  Problem  No. _ . 

30  oeptemoer  1071 


( Author* s  Signature) 


RUST  KNPOHSKHCVr  Dale: 

7100 

from-.  Division  Superintendent  (Code _ )  /XT  1365 

to.  Ib'ad,  Classified  Materia^tt(>litroifelJftitieh  (Code  1065) 

via:  Patent  Counsel  (Code  1^)) 

xxxx 

1.  Helease  of  the  subject  paper  (is)  (i**»«r)  approved.  XXX 

2.  To  the  best  knowledge  of  this  Division,  the  subject  matter  of  this  paper ifcfc)  (has  never'  been  classi¬ 
fied. 


1  The  subject  paper  (Ka9£  (has  never)  been  incorporated  in  an  official  NHL  report.  In  case  the  subject 
is  recommended  for  publication  in  advance  of  incorporation  in  an  official  NHL  report,  this  action  is  con¬ 
sidered  desirable  for  the  reasons  given  below: 


1.  This  recommendation  takes  into  account  military  security  and  other  administrative  considerations 


(sup,..  Space  Science  Division 

SKCONI)  KNPOHSKMKNT  Date: 

from:  Patent  C.ounsel  ((’.ode  1104) 

to:  Head,  Classified  Material  (iontrol  ((lode  1065) 

I.  Noted. 


(Patent  Counsel) 


Till  HD  K\T)On.Si:Vli:.\T  Date: 

from:  Head,  Classified  Material  Control  (Code  1065) 

TO:  Research  Program  Office  (Code  1010) 


from:  Research  Program  Office  (Code  4010) 

Head,  Classified  Material  Control  (Code  1065) 

1.  Noted 


(Renearch  Program  Office) 


HDW.HRt.5511  1522  (R«v.  1-70) 


GPO  86 5* 468 


